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ABSTRACT 


The air noise levels presently found in the U.S. 
Navy's hyperbaric chambers are unacceptably high when 
compared to the standards established by the Walsh-Healy 
Act. 

This paper demonstrates a means of reducing this 
air noise found in hyperbaric chambers. A muffler was 
designed, built and tested in a model of a hyperbaric 
pressure chamber. The muffler design was analyzed 
uSing an electrical-acoustical analog and the network 
analyzing program MARTHA. A second muffler design 
based on the first design results was built and tested. 
The results of the analysis and testing of both designs 
are discussed and recommendations for future noise 
Suppression efforts are made. 
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DEFINITIONS OF SYMBOLS 
Cubic feet per minute flow rate measured 
at ambient conditions in the chamber 
Electrical network element for capacitance 
Acoustical compliance 
Feet of seawater (0.445 psi=1 ft seawater) 
Describes depth of diver or equivalent 
pressure of chamber 

Insertion Loss, dB 
Electrical network element for inductance 


Acoustical mass 


MARTHA network parameter-power available 
from generator 


Barometric pressure in newtons/m* 

MARTHA network parameter-power to the load 
Electrical network element for resistance 
Acoustical resistance 


Cubic feet per minute flow га е measured 
at standard conditions (70 F, 14.7 psia) 


Sound-pressure level measured with bandwidth 
АБ ав 


Spectrum level, dB 

е 
MARTHA network parameter-Transducer Gain 
Transmission Loss, dB 


Volume velocity in m?/second 


Enclosed volume of air with opening 
for air pressure variation 


Electrical network element for impedance 
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21 


MARTHA network parameter-generator 
impedance 


MARTHA network parameter-termination 
impedance 


Radius of inlet pipe in meters 


Effective radius of holes in the baffle 
plates-design one 


Effective radius of outlet plenum-both 
designs 


Radius of 4 pipe 


Effective radius of holes in baffle plates 
A-A and C-C of design two 


Effective radius of holes in the 4" pipe 
of design two 


Effective radius of holes in baffle plate 
B-B of design two 


Effective radius of outlet chamber of 
design two 


Speed of sound in air in m/second 


Decibels (A refegence pressure of 
0.00002 newton/m^ is used) 


ет 1 

> 

Effective length of component including 
end effects 


Effective length of component including end 
effects 


Cross-sectional area of the chamber 


Cross-sectional area of the duct 
: 2 
Pressure in newtons/m 


Radians per second 
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С 
Ratio of specific heats for аіг= —Ё- 
у 


Wavelength of sound at the temperature 
of the gas 


Kinematic coefficient of viscosity of 
air at standard temperature and pressure 


Density of air at standard temperature 
and pressure 





CHAPTER I 
INTRODUCTION 


Hyperbaric chambers are intended for the treatment of 
the adverse physical effects that may occur during under- 
water diving operations. When a diver loses his air supply 
underwater, he has an overwhelming instinct to hold his 
breath and come to the surface immediately. The lack of 
adequate exhalation during a panicky ascent creates excessive 
pressure in the lungs because the diver has been breathing 
compressed air underwater. If the diver should come to the 
surface holding his breath, this air will expand and rupture 
his lungs, allowing air to enter his blood vessels and cause 
obstruction of blood flow to his brain. This condition is 
termed an air embolism. Decompression sickness, also called 
caisson disease, or the bends, results from inadequate de- 
compression following exposure to any inert gas at a critical 
depth and for a critical time. Bubbles of the inert gas 
are formed in the tissue and blood stream and by mechanical 
obstruction cause pain, paralysis, asphyxia and, if large 
or numerous enough, can be fatal. Both air embolism and the 
bends are treated by placing the diver in a hyperbaric 
chamber (Figure 1) and recompressing the expanded gases in 
his body by pressurizing the chamber. The diver is treated 
at various depths for times as specified by treatment 


tables. 
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SECTION A-A 


Figure 1-Simplified Hyperbaric Chamber showing inner and: 
outer chambers and air supply line. 





Hyperbaric chambers are commonly used as training de- 
vices for neophyte divers to determine their reaction to 
the effects of increased pressure. The chambers are also 
useful for pressure testing new diving equipment, 

The noise levels encountered during the pressurization, 
ventilation and depressurization of hyperbaric chambers are 
hish enough that they are considered a possible contributor 
to the hearing deficiencies of divers(1,2). * The noise 
levels also complicate the evaluation of heart and breath 
sounds of a diver undergoing treatment in a hyperbaric 
chamber(2). 

This thesis is an attempt to reduce the noise levels 
in hyperbaric chambers. Theoretical design methods and 
experimental results are used to deSign, test and evaluate 
an air noise muffler for the air supply system of hyperbaric 


chambers. 


* Numbers in parenthesis refer to the reference list. 
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CHAPTER II 
AIR NOISE IN HYPERBARIC CHAMBERS 


During compression of a hyperbaric chamber the in- 
rushing air raises the noise level to a point that con- 
versation is useless and the ears are left ringing. When 
the chamber has reached the desired depth the air is 
stopped and the chamber is relatively quiet. Withina 
short period (2 to 5 minutes) it becomes necessary to 
ventilate the chamber and the noise starts again. This 
time the noise results from a combination of new air 
entering the chamber and old air exhausting. The pressure 
in the chamber is maintained at as constant a level as is 
possible during ventilation. When returning to atmos- 
pheric pressure the noise level again rises as the air is 
exhausted. 

The operational procedures for using hyperbaric 
chambers for treatment of numerous symptoms are established 
in the USN Diving Manual(7). Duration and depth of stops 
for the various treatments are defined in the manual. The 
rates of descent and ascent and the ventilation rates re- 
quired are also clearly established in the manual. As an 
example, the descent rate (increasing presSure) is usually 
25 feet of seawater per minute (0.445 psi = 1 ft Seawater). 
The continuous ventilation rates are 2 ACFM (ft?/minute at 


ambient conditions in the chamber) for each patient breathing 
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air, 4 ACFM for a tender breathing air, 12.5 ACFM for each 
patient breathing pure oxygen and 25 ACFM for a tender 
breathing pure oxygen. In Table 1 these quantities are 
equated to standard ventilation rates (SCFM) for each of 
the various treatment depths in which two patients and one 
tender occupy the chamber (8). It is presently not possible 
to ventilate continuously at these rates since the noise 
level is too high during ventilation for conducting medical 
examinations or carrying on conversations. The present 
practice is to ventilate intermittently at higher rates of 
air flow. Intermittent ventilation is not nearly as effec- 
tive in reducing levels of unwanted gases as is continuous 
ventilation. The amount of pressurized air used when con- 
tinuously ventilating is less than that used for intermit- 
tent ventilation (8). 

Recognizing the problems brought about by hyperbaric 
chamber noise, a number of investigators have measured the 
noise levels (1,2,4,5,6). Comparing the measured levels with 
the standards as outlined by the Walsh-Healy Regulations of 
May 1969 emphasizes the need for suppression of hyperbaric 
chamber noise, 

The Walsh-Healy regulation specified 90 dB on the A- 
weighted scale of the sound level meter for 8 hours a day as 
the level above which hearing damage may occur. The A- 
weighted Scale, which closely represents the sensitivity 
of the human ear to the effect of noise, is well suited 
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DEFTH OF TREATMENT TABLES TREATMENT TABLES 


STOP (FSW) 1-4 VENT RATE (SCFM) 5-6A VENT RATE (SCFM) 
АТВ 5ТОР_ 0. STOP _ AIR STOP 0, 5ТОР 

165 47.9 ---- 47.9 ---- 

140 41.9 5226 

120 37.0 еее 

100 32.2 паша 

80 ТЭ сш 

60 22.5 140.7 22.5 140.7 

50 2011 125.6 

40 1257 110.5 

30 15.3 95.4 15.3 95.4 

20 12.8 80.2 

10 10.4 6550 


Table 1-Ventilation Flow Rate Requirements for Treatment 


Tables 1-6A of the USN Diving Manual (Two Patients 


and One Tender in Chamber) 


(Reference 8) 
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for measuring noise levels relevant to hearing loss(2). The 
United States Department of Labor in May 1969 accepted and 
published in the Federal Register those noise levels at 
which every industry in the country under the Walsh-Healy 
regulation must administer a continuous and effective 
hearing conservation program. The Bureau of Medicine and 
Surgery under the Department of the Navy outlined the current 
hearing conservation program for the U.S. Navy(3) and est- 
ablished the total duration of noise exposure allowable 
(Appendix A) at levels based on the Walsh-Healy regulation. 
Summitt and Reimers(1) at the Navy Experimental Diving 
Unit measured hyperbaric chamber sound levels at various 
depths during compression at approximately 60 feet per 
minute and while ventilating the chamber at a constant 
depth. The results are shown in Table 2 as equivalent 


A-weighted sound levels corrected for increased ambient 


pressures. 

Description of (Gas Supply реа ~ Feet of Seawater 
the Environment|Valve Setting 100 те 200 
Hyperbaric Full Open 

Ventilating 

Hyperbaric cien 

Chamber СКК ОВА СД, a 4 210 zl 
Descending Rate of 60 FPM 


Table 2 A-welghted sound levels obtained in the hyperbaric 
chamber during routine operations(1). 
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Further measurements made at the Experimental Diving 
Unit(6) of sound levels in a ventilated chamber indicate 
that noise levels increase slightly as depth is increased 
but the frequency spectrum is unchanged (Figure 2). 

At the Naval School, Diving and Salvage (NSDS), 
Harvey(2) conducted audiometric examinations on ten experi- 
enced divers before, during and after exposures to 41.4 psi 
(60 ft) chamber pressure while breathing air. The noise 
levels during descent, ascent and venting were monitored. 
Harvey states that the maximum equivalent A-weighted sound 
level of 108 dB (corrected for pressure) during venting 
offers a significant risk of hearing damage to subjects 
exposed to hyperbaric chambers for long periods. Uncorrected 
maximum noise levels recorded during descent were 106 dBA 
and during ascent were 108 dBA. 

At the Naval Submarine Medical Center Murry(4) 
measured the noise levels during the descending and 
ascending stages of two dives to 100 feet. The maximum 
A-scale reading obtained was 120 dB during the descending 
stage and 115 dB during the ascending stage. 

In an effort to reduce the measured noise levels, 
tests were conducted at the Experimental Diving Unit(5) 
uSing two filter elements as mufflers. The filter elements 
were screwed onto the air Supply line discharge. Sound 
levels were measured for various settings of the air 
Supply valve, both with and without the filters. The 
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tests were all run at one atmosphere total pressure, with 

a 250 psig supply pressure to the valve. A 30 dBA drop in 
the measured sound levels was created by the filters. The 
filter elements themselves are combustible and are therefore 
not suitable for use in hyperbaric chambers. The results of 
this test indicate that the high noise levels existing in 
present chambers can be easily reduced using an all-metal 


acoustic silencer or muffler(5). 


ES 





CHAPTER III 


MODELING THE CHAMBER AIR SYSTEM 


The first step in muffler design is to determine the 
noise characteristics of the system without a muffler It 
is best to have actual measurements of the system noise, 
or noise spectra of the components that generate noise. 
Once the actual noise spectrum has been found, the next 
step is to decide upon the maximum noise spectrum that is 
acceptable with the filter installed. The differences 
between the unmuffled and the acceptable noise spectra 
establishes the minimum insertion loss that the muffler 
must provide as a function of the frequency. The final 
step in the design of the muffler is to make experimental 
noise measurements with the muffler in place. As a result 
of these noise measurements modifications may be necessary 
to achieve the desired insertion loss (16). 

The air supply system of one of the hyperbaric chambers 
at the Navy School Diving and Salvage(NSDS) was modeled at 
the Gas Turbine Laboratory at the Massachusetts Institute 
of Technology. The Gas Turbine Lab has a high pressure 
air system storage capacity of 34.3 cubic feet. The maximum 
system pressure is 2800 pounds per square inch. An air 
Supply was constructed as shown in Figure 3. Figure 4 is 


the air supply system for a hyperbaric chamber at NSDS. 
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The NSDS system has a much greater capacity than the model 
but the noise characteristics are similar at the flow rates 
of interest (140 SCFM and lower). Іп both systems the low 
pressure piping is 1i inch ID and the two inlet valves are 
Walworth globe valves. It is important that the model valves 
be similar to the chamber valves since their nolse-making 
characteristics influence the noise spectra. 

The chamber at the Gas Turbine Lab is a cylinder 12 
feet long and 6 feet in diameter. The air supply was brought 
into the chamber 1 foot from the forward door and 3 feet from 
the bottom. The air exited the chamber through a 7 inch 
diameter hole in the forward door. At no time was the 
chamber at any than atmospheric pressure. The microphone 
was located 2.5 feet from the opening of the air supply 
line at a height of 2 feet from the floor and 6 inches 
from the forward door. This is about the proper position 
for a diver's ear when seated and leaning against the door. 
The microphone was not situated directly in the airstream 
of the air entering or leaving the chamber. 

The noise was measured using a 1/8 inch Brilel and 
Kjaer condenser microphone in conjunction with a Brtlel 
and Kjaer frequency analyzer type 2107. This instrument 
is a constant percentage bandwidth audio frequency analyzer. 
Using this frequency analyzer it is possible to obtain one 
third octave band readings of the noise spectra (11). Using 
One third octave band readings allowed the spectrum to be 
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analyzed in a relatively short period of time and yet 
providedthe necessary accuracy for muffler design and 
testing. The frequency analyzer is also able to measure 
the sound level using an A-weighting network. 

Measurements of the noise level in the chamber were 
taken with the pressure regulator set at 300 psig. The 
upstream 14 inch globe valve was used as the throttling 
valve with the other one fully open. 

The noise generated by the air Supply system of the 
model was measured in runs one and two. In run one both 
valves were fully open and an average flow rate of 145 SCFM 
resulted. The A-weighted sound level measured was 118 dB. 
The third octave band noise spectra of the model is shown 
in Figure 5 for runs one and two. The noise spectrum of 
the model is compared with that of the actual hyperbaric 
chamber in Figure 6. The points for the model spectrum 


were computed from run two by use of the following equations 


SPL S(f) + 10 log,g ef dB 


band 


where SPL = sound pressure level measured with bandwidth 
band Af 


Af = bandwidth, Hz 


S(f)= spectrum level, dB 


The points for the actual chamber spectrum were those 
Shown in Figure 2 as measured at a presSure of 15 feet. 


The details of these initial runs as well as those 


s 





терои GD] әшдіп) 65009 јо 0Ј429845 esioN—Ggq о1пбт4 


24 – Аоџапбајц 


00002 0000! QOO! ОО! O¢ 
x^ 
X У 2 08 
2 # UNY X 4 /. So 


| # UNA O +73 ОС 
Я / й 06 
e Eo A À ^ 


D—C А и /; 
D—q X ОО І 


Od! 


95 1ОМ 
one 


ар – јелеј 








| Элэ- 9SION 


вр - 


Ol 


08 


06 


001 


ОГ! 


0000! 


'SI8^9] esioN :әд4шоцо рио ерой јо шоз1109шоз -9 дапбтау 


ZH — Кошепра. 4 
ООО! OO! Oc 


|Әлә| әсіюи Jopow o -----Х 
1919| esiou ледшоц5 Х 


~24. 





that followed them are shown in Appendix B. The model noise 
spectrum has a large increase in level in the third octave 
between 500 and 630 Hz. The noise level drops again above 
1000 Hz. A muffler design should emphasize the suppression 
of noise that falls between 500 and 1000 Hz. The design of 
a muffler for this particular system is discussed in the 


next chapter. 
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CHAPTER IV 
A MUFFLER DESIGN 


A muffler may be defined as a special duct or pipe 
that reduces the transmission of sound while permitting 
the free flow of air. A successful muffler design for 
hyperbaric chambers must satisfy the following criterias 
1. Тһе acoustical criterion, as established by the Walsh- 
Healy Act of 1969. That is, that during ventilation of 
the chamber the sound level shall not exceed 90 dB as 
determined by a sound level meter operating on the A 
weighting network with slow meter response. This acous- 
tical criterion would allow continuous ventilation of the 
chamber. 

2. The geometrical criterion which specifies that the 
muffler must be able to fit under the deck plates of the 
hyperbaric chambers found at NSDS. This space is approx- 
imately 8 inches by 8 inches by 16 inches. 

3. The aerodynamic criterion that the pressure drop 

through the muffler does not restrict the flow rate to 

the point that the chamber may no longer be pressurized 

at the rate of 60 feet per minute. 

4, The oil-free criterion which specifies that the muffler 
must not act as a trap for oil which may be in the incoming 


air. Since the atmosphere in the chamber is at times 
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heavily laden with oxygen, such oil would act as a fire 
hazard. 

Mufflers are divided into two categories, dissipative 
and reactive. Dissipative mufflers are those whose acous- 
tical performance is determined predominantly by the pre- 
sence of flow-resistive material. Reactive mufflers 
provide an impedance mismatch for the acoustic energy 
traveling along the duct. This impedance mismatch 
results ina reflection of part of the acoustic energy. 
The oil-free criterion restricts the hyperbaric chamber 
design to one without flow-resistive material that might 
collect oil. 

The acoustical behavior of a muffler can be expressed 
in terms of the insertion loss (IL). Insertion loss is 
generally defined as the difference, in decibels, between 
two sound-pressure levels which are measured at the same 
point in space before and after a muffler is inserted between 
the measurement point and the noise source. 

Because the fundamental equations of motion governing 
linear acoustics are formally very similar to the equations 
of electrical theory, it is possible to study acoustical 
systems with electrical analogs. Beranek developed an 
impedance-type of analogy in Reference 9. In his analogy, 


the quantity that flows through the acoustical elements is 


во 





the volume velocity U in cubic meters per second and 

the drop across the acoustical elements is the pressure 
p in newtons per square meter. The law of conservation 
of mass ensures that continuity of volume velocity must 
exist at a junction of acoustical elements just as in 
electricity there is continuity of electrical current 

at a junction. The acoustical pressure p and the volume 
velocity U are the AC components of the flow through the 
muffler and should not be confused with the steady air 
flow. The acoustical elements and their electrical analogs 
are listed in Table 3. 

The first muffler design is shown in Figure 7. It 
consists of a number of reactive elements which collectively 
act as an acoustical filter. The air enters the muffler 
through a 90° elbow at the threaded portion of the central 
pipe. The air passes through the pipe and past the holes 
drilled in the end of the pipe. These holes and the chamber 
Surrounding them act both as a pipe-resonator and as a 
volume-resonator muffler. The air turns in the bottom 
chamber and exits through the lower baffle plate which 
contains three one inch diameter holes. This plate and 
the similar one above it act, together with the intervening 
йге; as an expanded cross-section muffler (15). 

The air exits through the outlet plenum after undergoing 
another 90° turn. The muffler is designed to be"tuned" by 


changing the length of the spacers surrounding the 
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ACOUSTIC ELEMENT LECTRICAL} ACOUSTICAL IMPEDANCE] CIRCUIT 
ALUE ANALOGY SYMBOLS 


Pressure 
Volume Velocity 


Tube of Pipe 


Enclosed Volume 
of Air 


Compliant 


Element-C, 


Fine-mesh 
Screen 


Dissipative 


Element-R, 


р 
Cavity with Holes Mixed Mass- 
on Opposite Sides Compliance 
Element 











Mixed Mass- 
Resistance 
Element 


Z,=R +jwM, 


Intermediate- 
Sized Tube 


А А 


Table 3-Acoustical Elements and Their Electrical Analogs 


(Reference 9) 


зо» 








Spacer 


— "сэз 


— =. 





Figure 7-Muffler Design for Hyperbaric Chambers. sections 
A-A and B-B are baffle plates, each containing 
three 1" diameter holes. The heavy arrows indicate 


alr flow. 
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bolts. The length of the spacers determines the width of 
the outlet plenum. 

The electrical-acoustical analogy implies several 
simplifying assumptions of which the more important are 
listed below. 

1. The analogy assumes that the impedances may be treated 
as being "lumped" impedances rather than "distributed". 
This assumption is validwhen the largest cross-sectional 
dimension is much smaller than a wave length. At 250 Hz 
the smallest wavelength/diameter ratio is that of the six 
inch bottom chamber and is about equal to 9.0, 

2. The analogy does not consider the effects of flow 
through the muffler. 

3. The temperature variations in the system have been 
assumed to not affect the sound propagation. The effect 
of the average temperature on the velocity of sound and 
wavelength has been taken into account. 

4. It has been assumed that sound pressures are small 
compared with absolute pressure, So that nonlinear effects 
are ПЕНЕН. 

5. It has been assumed that sound is propagated in plane 
waves, unattenuated by viscosity or heat conduction. 

6. It has been assumed that muffler wall surfaces do not 
conduct or transmit sound. 

For this application the assumption that flow noise 


may be neglected appears to be the most serious item on 
=). 





the list. 

Using the analogous elements in Table 3 the electrical- 
acoustical analogy for the muffler design has been developed. 
The piping up to the holes in the muffler is long enough 
to consider the input impedance to be that of an infinitely 
long pipe of ID 1% inches. The holes in the pipe act in 
union with the lower cavity as a resonator. The pipe exit, 
lower cavity and lower baffle plate are treated as a mixed- 
mass compliance element. The cavity with baffle plates 
above and below it acts as a mixed mass-compliance element. 
the length of the chamber above the last baffle plate and 
the outlet flange length are treated as acoustic masses, 

The termination impedance is that of an unflanged tube. 
The source of sound is modelled as a constant-pressure 
generator that is unchanged as a result of inserting the 


muffler. 


AO 


Р] 





Pressure generator Length of pipe at holes 
and input impedance Resonator effect of 


holes in pipe 


а 








Mau АЦ Е MAS 


T CA2 NE C A3 
Bottom cavity mixed mass- Middle chamber mixed 
compliance element mass-compliance element 
e—a etr 
M 
М6 А? 
E_ _—__—___—__ _ _ _»>P «хиту i-——————————————————————* 
Length of chamber above Outlet flange length 
last baffle plate 
МАЗ M 


AB 


Termination impedance 


The element sizes were determined using the following 


constants: 


Be 102 newton/meter* с = 345 m/second 
У- 1.4 a, = 0.0162 m 
Ма 1.5х1072 m“/second а, = 0.0194 m 
Ф = 1.18 KG/m? a, = 0.08 m 
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The element sizes were calculated as shown below: 


Ryo" 7 = ц9.4х104 mks ohms 
1 


ЖЕ ра уа а.) = 488 (Notes w=27r(250) ) 
а 
1 


M, m —>4, = 36.4 KG/m* 
77 а4 


К, = 2,(2м y l » 
А2 Aa h (= +1) = 800 
та 2i 


y 
С = 
Al УР. 


Mr A = 16.95 
4 hole 


MALE = 75.9 
та 


= 1.4х1078 m>/newton 





ко сү 22 -8 
Cro” YT. = 1.255x10 


My c= 59.2 


a -8 
САЗ? 0.206х10 


Mage 1.61 


Ma?” 1.93 


E 









a и ы ж 


Termination Impedance 


One Inch One-half Inch 14 Inch 


Spacers Spacers 
= cC = у, 4 
JN 6, = 10° 2х10 
3 
R,,= 0.318 ABS, = 2x10! 410% 
AY ° a^ 
3 
а 
A en, I= 2х10-8  7x107? 
/Ф с 
= 2:85 4.0 


Myg= 0.1952 „A 
83 


Spacers 


6.7х103 


1.3x10* 


3.7x10 


2.3 


The analogy was simplified as shown below. 





GENERATOR NETWORK 
Wheres Z2G=Rag RZ=Rao 
R1-R,| с2=с,„ 
L1=M, 1 L3=M,2*tM, y 
L2=M, L4=M УМ с 
СізС,| C376, 4 


5. 


LOAD 


L5=M tM, "И 7 
R3=Ry 3 
lm 


LÓ=M, g 





This muffler design was analyzed using a computer 
program named MARTHA. MARTHA was developed by Prof-essor 
Paul Penfield, Jr. at the Massachusetts Institute of 
Technology (10). MARTHA is designed to analyze linear 
electrical networks. MARTHA is geared toward "transmission- 
type" networks such as this one with an input and an output. 


One of the many response functions generated by MARTHA is 


the transducer gain TG which is the ratio of Bot to 
Poa » wheres 
Е 2 
L Er, is the output voltage with 
Pout e 
the termination impedance ZL 
in place. 
ЕД 


ғы yt Е, 15 the input voltage with 


the generator load ZG in place. 
Тал — Expressed in decibels, this 
ва becomes DB TG 
Insertion Loss 


of Muffler =1L= DB TG 


The insertion loss IL is shown plotted in Figure 8 for 
a muffler with one inch spacers. The computer input and 


other plots of IL are given in Appendix C. 
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CIRCUIT ANALYSIS BY MARTHA. 7304 4/27/73 10:12 
MUFFLERS WITH ONE INCH SPACFRS-DFESIGN ONE 
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Figure 8-Plot of IL as Predicted by the Analogy 
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CHAPTER V 
TEST AND EVALUATION OF THE MUFFLER DESIGN 


The final stage of the design of the muffler consists 
of experimental noise measurements with the muffler in 
place. Тһе muffler was installed on the air pipe as shown 
in the photograph (Figure 9). Runs two and three were with 
the throttling valve i£ turn open (about five turns is re- 
quired to open the valve fully). In run two with no muffler, 
the flow rate was 102 SCFM. In run three with the muffler 
the flow rate was 77 SCFM. Full details of the runs may be 
found in Appendix B. 

The noise spectra found in these two runs is plotted 
on Figure 10. The A-weighted sound level was reduced from 
115 dB to 106 dB as a result of inserting the muffler. The 
insertion loss at the peak noise level was 13 dB at 800 Hz. 
Above 2000 Hz the muffler performed quite well, reducing 
the noise level by as much as 20 dB. The measured insertion 
loss obtained fell short of that predicted by the elect- 
rical-acoustical analogy. The average measured insertion 
loss for runs 1-4 is compared to the predicted insertion 
loss on Figure 11, The measured insertion loss bears little 
relationship to the expected insertion loss. This result 
could come about if the assumptions underlying the analog 
are invalid or if the analog did not accurately describe 


the muffler. 
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Figure Ii- A comparison of the measured and the predicted 
IL resulting from inserting muffler design one. 
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The rush of air through the muffler does cause self 
noise to be generated and it could cause the character- 
istics of the various acoustical elements to change. 

At a flow rate of 77 SCFM the velocity of the air 
leaving the 1% inch pipe would be about 45 m/sec (assuming 
the air is at nearly atmospheric pressure). This air is 
entering the portion of the muffler modelled both as a 
pipe-resonator and a volume resonator. 

The insertion loss of a pipe-resonator is reduced 
considerably by a steady flow, with the reduction occurring 
mainly in the lower frequencies (12). The insertion loss 
of pipe-resonators is reduced rapidly at air velocities 
above 15 m/sec. 

Volume-resonators suffer a decrease in insertion loss 
as the flow velocity increases. This effect is strongest 
near the resonance frequency. For this muffler design 
the resonance frequency is 330 Hz (13). 

The velocity of the air entering the lower baffle 
plate is about 25 m/sec. The insertion loss of a simple 
expansion chamber is not affected by the presence of 
Superimposed steady flow up to a velocity of about 35 
m/sec (12). 

From the above discussion it would seem evident that 
the steady flow of air has a considerable effect on the 


acouStical performance of the muffler. Since the pipe- 
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resonator and volume-resonator are so completely masked 
by the flow effects, an analog model of the muffler sub- 
stituting an expanded cross-Section chamber for the reson- 


ators was developed as shown below. 


= 
AO МА 
р 
о 
Pressure generator Length of bottom chamber 
----ЛПТ----» 
М М 
А2 А2 МАЗ 
Т Ca 
ө--------------------Ф 
Middle chamber mixed Length of chamber above 
mass-compliance element last baffle plate 
y 
АЦ 
К 
А2 j "AB 
ө-----------------------------Ф 
КАҢ 


Outlet flange length 


Termination Impedance 


The simplified network was: 





E 





Where: ZG = КАО = 49,400 mks ohms 
_ а + 
Ll = M,,+ M,,> 21 KG/m 
Ci = CAT $5. 55x107? m>/newton 
= " Ц 
12 < Мо МАЗ + My" 63 KG/m 
ZL = Same as before 


The revised analog was analyzed using MARTHA as before 
and the predicted insertion loss is shown in Figure 12. 

The termination impedance ZL has been defined as that 
of an unflanged tube with no air flow. The air flow causes 
the air surrounding the outlet plenum to move. This air 
that is accelerated without compression represents an increased 
acoustic impedance. Figure 13 compares the predicted and 
average measured insertion loss. Two values of L6 are used, 
one for the no flow case (L6=2.85 KG/m*) and one for a value 
of L6=14,3 KG/n'. 

The predicted insertion loss is shown to be much more 
like the measured insertion loss for ihe revised analog than 
for the original analog. Once again it must be emphasized 
that the self-noise generated by the air flow is not 
considered in the electrical-acoustical analogy. 

The muffler design was analyzed using the various 
length spacers. The analysis indicated little effect on 
the insertion loss as the spacer length was changed. These 
results may be seen in detail in Appendix C. 


The muffler design was modified to allow air flow to 
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CIRCUIT ANALYSIS BY MARTHA. 73°A 4/27/73 10:24 
MUFFLER WITH ONF INCH SPACFRS-REVISFED ANALOGY 


о DB TG 7ң,000Ғ1 72.500Ғ1 “1000/1 
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Figure 12-Plot of IL as Predicted by the Revised Analogy. 
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Figure |3—A comparison of the measured and predicted IL 
resulting from muffler design one. The predicted 
IL is from the revised analogy. 
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bypass the bottom chamber with the intention of having 

the bottom chamber act as a resonator as it was originally 
intended. Runs five and six were made with four one-half 
inch ID holes drilled in the inlet pipe. These four holes 
allowed air to enter the middle chamber without passing 
through the bottom chamber. The results of this modifi- 
cation were as shown in Figure 14. The A-weighted sound 
level was 112 dB for run five and 109 dB for run six. 

This compares with 106 dB for the original muffler design 


(run three). 
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CHAPTER VI 
A SECOND MUFFLER DESIGN 


Inserting the first muffler design into the system 
did not allow the system to meet the acoustical criterion 
as established in Chapter IV. In an attempt to improve 
the insertion loss, a second muffler was designed and 
built. 

The first muffler design resulted in an insertion 
loss that was difficult to predict. At higher frequencies 
(500 to 1000 Hz) the insertion loss indicated that the first 
muffler was acting aS an expanded cross-section chamber. 
The ability to predict the insertion loss was hampered by 
self-noise generated in the muffler and an altering of the 
characteristics of the acoustical elements, 

The second muffler design was designed to reduce the 
effect of air flow on the self-noise generated by reducing 
the velocity of the incoming air as early as possible. 

The slower-moving air is then passed through three expanded 
cross-section chambers, the acoustical component whose 
characteristics are least effected by a steady air flow. 

The selection of the dimensions of the three expanded cross- 
Section chambers is based on methods described in Reference 
12, The behavior of a chamber can be described in terms 


of two parameters, m and kl, wheres 
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eross-sectional area of chamber 





m= 
cross-sectional area of duct 
k]= 2111 l=length of chamber 


A =wavelength of sound at the temperature 
of the gas in the chamber 


The transmission loss (TL) of the chamber in the 


absence of a steady air flow is given bys 


TL= 10 log(1+2(m- SL сіп екі) dB 


dl 


Transmission loss of a muffler is defined as 10 times 
the logarithm, to base 10, of the ratio of sound power 
incident on the muffler to the sound power transmitted by 
the muffler. In order for the above expression to be valid, 
the inlet and outlet tubes must be infinitely long, or 
themselves contain mufflers with impedance equal ос. Тһе 
method is, therefore, valid only for each chamber individually 
and will not predict the transmission loss from the three 
chambers in series. The expanded cross-section chambers 
are designed to maximize the transmission loss around center 
frequencies of 500 Hz, 800 Hz, and 1250 Hz since the noise 
spectra of the air system indicates that at these frequencies 
the noise is greatest. 

The second muffler design is shown in Figure 15. The 


Same external dimensions are used as in the first design. 
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Figure 15-A Second Muffler Design for Hyperbaric Chambers. 
Sections A-A, B-B, and C-C are baffle plates with 
holes for air flow. The heavy arrows indicate 
air flow. 
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The air enters the muffler through the 14 inch ID pipe. 

It enters a 4 inch diameter chamber where the air velocity 
is reduced. At 140 SCFM the air velocity through the 
muffler will not exceed 35 m/Sec after the air leaves the 
initial chamber. The air then flows through four 1 inch 
holes in baffle plates A-A and C-C. The air will turn 
and flow through seven 3/4 inch holes in the bottom of 

the chamber. The air will flow through seven 3/4 inch 
holes in baffle plate B-B and out through the outlet plenum, ' 


The electrical-acoustical analog of the muffler was 


developed as shown below. 





Wheres Input Impedance; Rao” 49,400 mks ohms 


1 4 
Inlet Plenun; M,4= 5 3.69 КС/ш 
Al Wat 
| Be; u 
First Chamber; Mo" Y = 12,6 KG/m 
ас 
c = = 0.29х1078 п? 
УР, newton 
Second Chamber; MA37 34, = 12.6 KG/m* 
Tag 
V -В 5 
C,5= море 0.4 5x10 m 
А2 y O newton 


“о. 





Third Chamber: М,)= 142 = 1,48 KG/m" 
A T 2 


7 
САЗ” Е ооо Е 
УР. newton 
= u 
Outlet Chamber: М, „= = 1.48 KG/m 
A5 пад 


2 += ц 
Outlet Planum: M, е =1.93 KG/m 
a 
> 
The termination impedance is assumed to be the same 
as in the previous analogs. This design does not allow 


for any but the one inch spacers to be used. 


The analogy was simplified as shown below. 





Wheres ZG=R 


AO L11=M, ¿¿+M, ¿+ M6 
L8=M, q Mao C5=C 43 
L9=M, 2*+M, > CÓ=C ao 
LLO=M, 37M yy СИ Са 


ZL= Same as before 


The analog was analyzed using MARTHA as before and 


the predicted insertion loss is shown in Figure 16. The 


predicted and the average measured insertion losses are 


compared in Figure 17. 
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IRCUIT ANALYSIS BY МАКТНА. 730A 4/27/73 11:8 
MUFFLER DESIGN TWO 
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Figure 16-pjot of IL as Predicted by the Analogy. 
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Figure |1/ — A comparison of the measured and predicted IL 
resulting from muffler design two. 


-55- 





The A-weighted sound level was reduced an average 
of 5 dB as a result of inserting the muffler design two. 
The air flow rate was 159 SCFM for run seven and 84 SCFM 


for run ten, 


Aon 





CHAPTER VII 
CONCLUSIONS 


s 

This thesis demonstrates that it is possible to reduce 
the air noise found in hyperbaric chambers by inserting 
a reactive muffler into the air supply systen. 

The two muffler designs discussed in this paper failed 
to meet the acoustical criterion as established in Chapter 
IV. Muffler design one reduced the A-weighted sound level 
an average of 11 dB. Muffler design two reduced the А- 
weighted sound level an average of 5 dB. The A-weighted 
sound level was never reduced to 90 dB. 

The geometrical criterion was met by both muffler 
designs. 

The aerodynamic criterion must be established by 
the flow characteristics of the air system of the part- 
icular chamber for which the muffler is designed.  Muffler 
design one reduced the flow rate an average of 32.5 SCFM. 
Muffler design two had no effect on the flow rate. 

The oil-free criterion is met by both muffler designs. 
Any impurities in the incoming air could be carried through 
the mufflers by properly designing the baffle plates to 
direct moisture toward the air stream. 

The experimental results from the two muffler 
designs indicate that a degradation in aerodynamic 


performance accompanies an increase in insertion loss. 


op 





The acceptable aerodynamic performance is determined by 
the characteristics of the system involved. 

The electrical-acoustical analogy is a useful tool 
in designing mufflers. This tool is limited by the users 
ability to predict the termination impedance under varying 
conditions of flow. The electrical-acoustical model loses 
its ability to predict insertion loss as the frequency 
increases. In the model, at frequencies above about 700 
Hz the acoustical elements no longer can be described 


as being "lumped" impedances. 
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CHAPTER VIII 
RECOMMENDATIONS 


The reduction of air noise in hyperbaric chambers 
can be affected in a number of ways. 

The components in the air supply and exhaust systems 
generating excessive noise could be replaced with quieter 
components. 

A dissipative or reactive muffler could be inserted 
into the air supply System downstream of the noise-making 
components and prior to entering the chamber. 

A muffler could be developed that meets the criteria 
as listed in Chapter IV. Such a muffler would have a large 
flow area to allow the aerodynamic and acoustical criteria 
to be met simultaneously. 

Since the noise levels are excessively high in 
hyperbaric pressure chambers, the recommendation is made 


that all noise reduction methods are investigated. 
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APPENDIX A 
TOTAL DURATION OF NOISE EXPOSURE ALLOWABLE DURING AN EIGHT- 
HOUR DAY (Reference 3 
The sound level shall be determined by a sound level 
meter operating on the A-weighting network with slow meter 


response. Exposure shall not exceed that shown belows 


Duration per Day in Hours Sound Level dBA 
8 90 
6 92 
+ 95 
3 97 
2 100 
12 102 
1 105 
i 110 
4 or less 115 


These values apply to total time of exposure per 
working day regardless of whether this is one continuous 
exposure or a number of short-term exposures but does 
not apply to impact or impulsive type of noises, 

When the daily noise exposure is composed of two or 
more periods of noise exposure of different levels, their 
combined effect should be considered, rather than the 
individual effect of each. If the sum of the following 


fractions: 
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exceeds unity, then the mixed exposure should be considered 
to exceed the threshold limit value. С, indicates the 
total time of exposure at a specified noise level, and Т, 


indicates the total time of exposure permitted at that level. 
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APPENDIX B 
EXPERIMENTAL DATA 


When making a Spectrum analysis the Frequency Analyzer 
Type 2107 switch settings were as required for Frequency 
Analysis (page 18 of Reference 11) with the following 


particularsı 


1. Weighting Networks "Linear 20-40000 Hz" 


2. Frequency Analysis Octave Selectivitys "25 dB" 


The switch settings allowed a one third octave linear 
sound level to be taken at a Selected frequency. 
When taking the A-weighted sound level the settings 


were as above with the following exceptionss 


1. Weighting Networks "Curve A" 
2. Meter Switchs "Slow R,M.S." 


3. Function Selectors "Selective Section Off" 


The switch settings allowed the sound level meter to 
operate as required by Appendix A. 

The data sheets are reproduced on the following 
pages. All of the readings were made directly with the 
exception of the Average Flow Rate which was calculated 


from the drop in pressure. 
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RUN NUMBER | 2 3 m 5 6 
SPACER SIZE(INCHES) = = 1 1 1 1 
VALVE POSITION(TURNS) 5 1 5 5 1 1 
INITIAL PRESSURE(PSIG) 1920 1580 1340 1910 1780 1500 
FINAL PRESSURE(PSIG) 1610 1340 1110 1550 1500 1280 
ELAPSED TIME(MIN) 5 5.5 7 8 6.5 6 
AVE FLOW RATE(SCFM) 145 102 777 105 100 85 
A-WEIGHTED LEVEL(dB) 118 115 106 105 112 109 
LINEAR LEVEL-25 Hz (dB) 81 78 79 73 76 75 
22 82 79 78 73 77 76 
40 84 82 79 77 80 77 
50 83 80 7? 76 80 77 
63 83 81 78 76 79 76 
80 86 84 76 79 81 79 
100 86 84 77 79 81 79 
125 86 81 78 79 82 79 
160 86 85 77 77 81 78 
200 91 85 79 81 82 80 
250 91 86 80 82 84 81 
320 93 88 82 84 87 83 
400 98 94 85 89 92 89 
500 102 100 89 88 98 5 
630 115 106 98 0 109 : 105 
800 117 116 103 94 106 103 
1000 107 106 95 89 104 102 
1250 107 105 97 89 96 95 
1600 103 100 88 85 89 87 
2000 102 99 82 84 87 85 
2500 103 99 79 83 85 82 
3200 103 97 76 81 84 81 
4000 91 94 75 80 82 79 
5000 109 94 76 81 82 77 
6300 100 94 78 82 82 79 
8000 100 94 75 81 82 78 
10000 97 92 76 81 81 78 
12500 97 93 76 77 81 79 
16000 93 92 75 9 80 77 
20000 92 94 75 71 80 77 
A-WEIGHTED LEVEL 118 115 104 99 109 107 
REMARKS ı 
1. Runs one and two are without a muffler. 


2. Runs three and four are with muffler design one. 

3. Runs five and six are with the design one muffler 
modified by drilling four à" holes in the entrance 
pipe. 
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SPACER SIZE(INCHES) - Е 
VALVE POSITION(TURNS) 5 5 i 
INITIAL PRESSURE(PSIG) 2420 2080 1800 1580 
FINAL PRESSURE( PSIG) 2080 1800 1580 1330 
ELAPSED TIME(MIN) 5 5 7 5 
AVE FLOW RATE(SCFM) 159 130 103 84 
A-WEIGHTED pL 

LINEAR LEVEL-25 Hz (dB) Қ 81 76 73 

32 


RUN NUMBER 7 8 9 10 
1 


40 81 82 80 76 

50 81 82 80 76 

63 82 83 80 78 

80 83 84 83 80 
100 85 86 85 82 
125 86 86 84 84 
160 86 86 84 84 
200 90 89 86 87 
250 91 90 86 85 
320 94 95 91 87 
400 100 100 96 91 
500 110 107 103 99 
630 107 109 106 101 
800 101 104 101 96 
1000 98 98 95 93 
1250 95 98 96 90 
1600 94 98 96 88 
2000 92 101 98 86 
3200 86 99 95 77 
4000 83 99 9% 75 
5000 82 95 91 72 
6300 84 96 91 74 
8000 83 97 93 73 
10000 84 95 92 75 
12500 82 94 93 75 
16000 80 91 91 74 
20000 78 89 91 73 
A-WEIGHTED LEVEL 109 112 109 102 


REMARKS 1 
1. Runs eight and nine are without a muffler. 
2. Runs seven and ten are with muffler design two. 
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RUN NUMBER 11 12 
SPACER SIZE(INCHES) - = 


VALVE POSITION(TURNS) 2 E 
INITIAL PRESSURE(PSIG) 1330 1180 
FINAL PRESSURE(PSIG) 1180 1020 
ELAPSED TIME (MIN) 5 5 
AVE FLOW RATE (SCFM) 71 75 
A-WEIGHTED LEVEL (dB) 104 109 
LINEAR LEVEL-40 Hz (dB) 75 76 
80 80 81 
120 81 80 
160 82 81 
200 86 83 
240 83 86 
280 83 86 
320 86 90 
360 89 92 
400 91 94 
44O 95 101 
480 97 105 
520 99 105 
560 100 107 
600 99 103 
640 98 103 
680 98 103 
720 97 101 
760 95 101 
800 93 99 
840 92 99 
880 91 95 
920 91 92 
1000 90 91 
A-WEIGHTED LEVEL 100 106 
REMARKS 1 


1. Run eleven is with muffler design two. 
2. Run twelve is without a muffler. 
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APPENDIX C 
COMPUTER RESULTS 


The muffler designs are analyzed using a computer 
program named MARTHA. MARTHA was developed at the 
Massachusetts Institute of Technology by Professor Paul 
Penfield, Jr. MARTHA uses APL (A Programmer's Language) 
to analyze linear electrical networks. One of the response 
functions generated by MARTHA is the transducer gain TG 
which is the ratio of Pt to Pra and corresponds to the 
Insertion Loss of the network. 

The computer input for each muffler design is entered 
into the computer first. Upon command, the computer prints 
out the Insertion Loss for the frequency spectrum selected. 
The values of Insertion Loss are then plotted against 


frequency. 
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SAVED 


EJ 





(21 


а THE FIRST COMMAND CALLS FOR THE COMPUTER 
a TO LOAD MARTHA 


)LOAD 100 МАЕТНА 
14.32.54 04/23/73 


a MUFFLER DESIGN ONE IS DEFINED 


UN<MUFFLER 
Ne( WS L1 S R1)WC(L2 S C1)WC(WS 62 5 L3)WC(C?2) 
WC(WS L4)WC(C3)WC(WS LS) | 


A THE MUFFLER DESIGN IS TYPED ON ONE APL LINE, NOT 
aA TWO AS SHOWN HERE 


A THE ELEMENT VALUES ARE ENTERED 


26<89400 


L1-L 
L24], 
3+1, 
Lue], 
L5-L 
L6-I, 
Ri+R 
R2+-R 
з= 
АЧ+/ 
С ЕСС 
C26. 
СЕ 
Cuec 


а ТИЕ 


Zip P 


36.4 
17 

127 
135 

63 
2.85 
490 
800 
10000 
20000 
1.4F B8 
1.3E 8 
TEA 
OF 8 


TERMINATION IMPEDANCE IS ENTERED 


(P3 P C35) 5 Ru) 


A THE FREQUENCY RANCE IS ENTERED 


F+40x125 


ЕТ ра" 


MUPFLER WITH ONE INCH.SPACERS+ 
A 


“DESIGN ONE‘ 


PRINT DB TG OF MUFFLER 
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||| 


CIRCUIT ANALYSIS BY MARTHA, 730A ЕТУ ТӘЛ 10%5 
MUFFLER WITH ONE INCH SPACERS-DESIGN ONE 


Р DB TG 
4.0000F1 ~3.3455F1 
8.000071 22970321 
8200072 72.4988Р1 
1.6000F2 ПОБ 70:371 
2.000072 727. 612452 
2,4000F2 -4,0467F1 
2.800022 5.305171 
3.200022 77.5296Ғ1 
3.600072  6.3976F1 
4.000072 75,92307Р1 
4,4000R2 "5,6363F1 
4,8000R2 5.265071 
5.200072 4.419271 
5.600022 7Ң,5136Р1 
6,0000р2 "5,5799F1 
6.4000F2 "6.1387F1 
6.800072 76.545171 
7.2000F2 76.8757Р1 
7.600022 2160271 
8.0000F2 Eo 013271 
8.500072 17 64311 
8.800072 77.8552Р1 
9.2000F2 8.053171 
9.600072 8.239271 
1.000073 8.415471 


ЖЕЛГЕН! MUFFLER WITH ONR INCH SPACERS-DESIGN ONE! 
PLOT DB TG OF NUFFLER 


SE 








CIRCUIT ANALYSIS BY МАКТНА. 730A 4/27/73 10:8 
MUFFLER WITH ONF INCH SPACERS-DESIGN ONE 


о DR TG 79.000F1 756,500Ғ1 2 000/71 
VS F | | | 


EOM MERECE Ie ess 


O 


1 000072 
2.0000E2 
3, 0000Е2 


ц. 000052 


02.000052 
7.000072 
8,0000Е2 


39.000072 


O 


| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
5.0000F2 | 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 


1.0000ЕЗ 


ЕТЕ 








A THE REVISED ANALOGY OF THE FIRST MUFFLER DESIGN 
A IS DEFINED 


VO+MODONE 
[1] Q<(WS L1)/C(Ci)WC(WS L2) 
I 2J V 
| Li-L 21 
С1+С 5.55Е 9 
L2-L 63 


ТЕЕ" MUFFLER WITH ONE INCH SPACERS-REVISED ANALOGY' 
PRINT DB ZIG OF MODONE 
CIRCUIT ANALYSIS BY MARTHA. 7304 4/27/73 F 10:18 
MUFFLER WITH ONE INCH SPACERS-REVISED ANALOGY 


Е DB TG 
4.0000F1 72.9183Ғ1 
8.0000F1 72,4519Ё1 
1.2000F2 “020 0175/1 
1.600022 2 1263Ё1 
2.000022 72.0336Ғ1 
2,4000F2 ~1,9483F1 
2.800022 71.8618Р1 
В. 200072 71.7694Ғ1 
3.600022 Mao 7 SU E 
4.0000F2 "1.580971 
4,4000R2 71.5098Р1 
4,800022 "1.4869F1 
5.2000F2 235532671 
5.6000F2 1.650071 
6.000022 71.7825Ғ1 
6.4000F2 71.9363Ғ1 
6.8000F2 -2,0884F1 
200022 722299281 
7.600022 72.3693Р1 
8.0000F2 72.4969Р1 
8,500072 2.616871 
8. BOOOR? 72.7297Ғ1 
9.2000Е2 72.8367Ғ1 
9, 6000F2 72.4385Ғ1 
1.0000F3 35035771 


TIT Pet MUFFLER WITH ONE INCH SPACERS-REVISED ANALOGY! 
PLOT DB TG OF MODONE 


22098 








CIRCUIT ANALYSIS BY MARTHA. 730A ВИ 1929 
MUFFLER WITH ONE INCH SPACFRS-RFVISFD ANALOGY 


о РАЕС 4,000 72.500Ғ1 71.000Ғ1 
VS F | | | 


0.0000. |----|----|----|----|----|----|----|----|----|---:1 


O 


1.000032 
2.000072 
3.0000Е2 


4.000082 


6,0000Е2 
7,0000F2 
8, 000052 


0,000072 
O 


| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
5.0000Е2 | 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 


1.0000Ғ3 |----|----|----|от-І----І----І----І----|----І|---- 











A THE MUFFLER IS TUNED BY CHANGING TRE SPACERS 


R3+R 20000 
R4<R 40000 


L6-L 


4,0 


С=С 7Р 9 


TITLES? 


MUFFLER WITH HALF INCH SPACERS-REVISED ANALOGY' 


ZL+L6 P ((R3 P Cu) S Ru) 
PRINT DB TG OF MODONE 


! CIRCUIT ANALYSIS BY MARTHA. 


730A 4/27/73 10:32 


MUFFLER WITH HALF INCH SPACERS-REVISED ANALOGY 


Г DB TG 

ц, 0000Е1 200500751 
8.0000F1 72.4638Ғ1 
1.2000Е2 72.2625Ғ1 
1, 6000Е2 ТЗ 
2.0000Е2 2.053481 
2.4000F2 71.9702Ғ1 
2.8000F2 "1.885271 
3.200022 71.7952Ғ1 
3. 600022 "4701171 
4,0000F2 71.6109Ғ1 
ц, 400022 1.542471 
.4,8000F2 711: 5225Ғ1 
5.200022 49:5 70211 
5.600072 71.6779Ғ1 
6,0000F2  1.8192F1 
.6,4000F2 1.970621 
6. 8000272 32.119471 
O00? 72.2603Ғ1 
7.600022 72.3918Ғ1 
8.0000F2 OS OIEA 
8,4000F2  2.6282F1 
8.800072 72.7347Ғ1 
2820002 mop 
3. 6000 F2 moo nq 1 
1.0000F3 ОЗ 0185/1 

TITLE<' MUFFLER WITH HALF INCH.SPACERS-REVISFN ANALOGY' 
PLOT DB TG OF MODONE 
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CIRCUIT ANALYSIS BY MARTHA, 7394 4/27/73 10:34 
MUFFLER WITH HALF ITNCH.SPACFRS-REVISED ANALOGY 


о ОВ ТС 4,000Rl “2,500Ё1 -~ "4990071 
VS F | | | 
0.0000 


О 


1.0000Е2 
25000072 
37 000072 


4. 0000F2 


6.000022 
7. 0000652 
8.000022 


9, 000052 


| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
5. 0000F2 | 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| О 
| 
| O 
| 
1, 000073 | 


----|----|----|0---|----|----|----|----|----|---- 








R3+R 6600 
Ry+u 
V 
R 13000 
L6-L 2.3 
Ch-C 3.7E 8 
ZL-L6 P ((R3 P CH) S mu) 
TITLE+! MUFFLER WITH ONE AND ONE HALF INCH SPACERS- 
REVISED ANALOGY' 
PRINT DB TG OF MODONE 


CIRCUIT ANALYSIS BY MARTHA. 7304 4/27/73 10:40 
MUFFLER WITH ONE AND ONE HALF INCH SPACERS- 
REVISED ANALOGY 


F DB TG 
ц, 0000Е1  2.9187F1 
8.0000F1 72.%6508Ғ1 
|. 2000 22 72 218151 
1.6000£2 727121251 
2.000022 72.0269Ғ1 
2,4000Е2 71.9402Ғ1 
2. ВОООЕ2 71.8521Ғ1 
3.2000Е2  1.75982E1 
3.6000£2 71.662481 
ц, 0000Е2 71.5695Е1 
4.400022 71.4980Ғ1 
,8000Е2 НЕТ 
5, 2000Е2 2155218971 
5, 6000Е2 71.6313Ғ1 
6.000022 71.7773Ғ1 
6,4000F2 71.9357Е1 
6.8000F2 72.0929Ғ1 
2. 200022 -2.2435F1 
7.600022 72.3859Ғ1 
В, 0000Е2 25520271 
8, 4O00F2 ~2.6470F1 
8.8000F2 625969171 
9.200072 370178813 71 
9.600072  2.9903F1 
1.000083 73.0946Ғ1 


TI" MUFFLER WITH ONE AND ONE HALF INCH SPACERS- 
REVISED ANALOGY' 
PLOT DG 
~ 
B TG OF MODONE 
2762 








CIRCUIT ANALYSIS BY MARTHA. 730A 4/27/73 10:43 
MUFFLER WITH ONE AND ONE HALF INCH SPACERS- 
REVISED ANALOGY 


о DB TG 4 ,000F1 "2,500F1 71.000721 
| Vs Г | | | 
0.0000 |----іІ----|----|----|----|----|----|----|----|----| 


О 


1.000022 


2.000022 


3,0000E2 


4,000072 


6.000072 


7. 0000422 





8. 000052 


9,000072 


O 


| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
5.000022 | 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 


2 000053 


----|----|----о----|----|----|----|----І|----|----| 





a THE EFFECT OF AIR FLOW IS CONSIDERED FOR MUFFLER 
a DESIGN ONE WITH ONE INCH SPACERS-REVISED ANALOGY 
L6-L 15,3 
R3+R 10000 
RuU+R 20000 
Св<С 2Ғ 8 
ZL+L6. 

М 

P ((R3 P CH) S Ru) 
TITLE<' MUFFLER DESIGN ONE-REVISED ANALOGY 
TERMINATION IMPEDANCE VALUR HANGF( L6=14.3) 


PRINT DB TG OF MODONE 
CIRCUIT ANALYSIS BY MARTHA. 7304 4/27/73 10:54 


MUFFLER DESIGN ONE-REVISED ANALOGY 
TERMINATION IMPEDANCE VALURE HANGE(L62z159.3) 





F DBE ШО 
4. 000071 1.544821 
8.000021 ЕИО Л 
1.2000F2 79,7051 
1, 60002 8.8953 
2.000022 8.3586 
2.4000F2 7.9133 
2.8000E2 7.58835 
3.2000Е2 7.0396 
3.6000F2 6.5911 
4  O000F2 “6,2011 
4,4000F2 76,0144 
4 .8000F2 "6.2507 
5.200072 7,0871 
5.6000F2 "8.4953 
6.0000F2 71.0265Ғ1 
6.4000F2 ПИО ЊЕ 
6,800022 1.608421 
7. 2000Е2 Sites 9278 1 
7.600022 717677271 
8.000022 71.9331Ғ1 
8.40002 72.0892Ғ1 
8.8000£2 72.2366Ғ1 
9,2000F2 (2a 7621 
9,6000F2 72.5085Ғ1 
1.000023 "2.6343 


TITLE-' | MUFFLER DESIGN ONE-REVISED ANALOGY 
TERMINATION IMPEDANCE VALUE CHANGE(L6=14.3) 
PLOT DR 7G OF MODONF 
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ШТЕСІ/ГТ ANALYSIS BY MARTHA. 7304 4727773210258 
MUFFLER DESIGN ONE-REVISED ANALOGY 
TERMINATION IMPEDANCE VALUF CHANGF(L6=14.3) 


о DB TG 73.000Ғ1 71.500Ғ1 0,000 
VS F | | | 


1. 0000F2 


2.000022 


23. 000072 


ц, 000052 


5:2: 000022 





72.000022 
В. ООПОД2 


97000022 


О 


| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
5, 0000E2 | 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 


1.0000Е3 


І-ІІ je 
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a THE SECOND MUFFLER DESIGN 
A THE SPACERS ARE ALWAYS ONE INCH LONG 


VP-TWO 
[1] P-(WS L8)WC(CS)WC(US L9)WC(C6)WC(WS L10)WC(C7)WC(WS 111) 
[2] 7 

L8-L 16.3 

L9-L 25.2 

L10-L 25.2 

пег 16,0 

C5-C 3E 9 

C6-C %8.8Е 9 

CTC 9Е 9 

R3-R 10000 

R4+R 20000 

L6-L 2.85 

Cu-C 2E 8 

ZL-L6 P ((R3 P Cu) S Ru) 

TITLE-' MUFFLER DESIGN TWO' 

PRINT DB TG OF TWO 


CIRCUIT ANALYSIS BY.MARTHA. 730A Па И ТЗ аа O 
MUFFLER DESIGN TWO 


F DB TG 
4,0000Ғ1 72.9049Ғ1 
8,0000F1 27002071 
1.200022 = 27140071 
1.600022 71,9370Ё1 
2,0000F2 1751971 
2,4000F2 "1.4933F1 
2.8000E2 1.198521 
3.200072 "8.4175 
3,6000F2 TEGI? 
ц, 0000Е2 25.7730 
4,4000F2 "7.6983 
4,8000F2 8.9806 
5, 2000Е2 "9,2986 
5.6000F2 "8.6641 
6.000072 "7,2709 
6.4000F2 "6.5163 
6.8000Е2 8,7107 
7.2000Е2 215546571 
7.600072 71.5088Ғ1 
8,0000Е2 5157238Ғ1 
8.4000F2 71,8688Ё1 
8,0000Е2 71.9575Р1 
9.2000F2 Шу) 022724 
9,6000F2 72.1756Р1 


1.0000F3 "2.487871 anos 








ШЕ О К М Л у©тс WY “ARTA, 730K 8/9/73 11:1 
ee ia "rSrTN T^ 


2 ба то 73.00071 71.50071 n.non 
+ 7 | | | 
9.0009 Berner rn ce Se a soe [oe oe | Seabee SS | eee 


805009072 
999252 
2100 0042 


2900352 


3200/00/91 2 
729093072 
2002 


729232090772 


N 


| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
572 0191424 ҚАРУ | 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 
| 


(29909273 


И И ре а ро а еее ре ЕЕЕ ей 





a THE EFFECT OF AIR FLOW IS CONSIDERED FOR MUFFLER 
A DESIGN TWO 


L6+L 14.3 

R3+R 10000 

R4+R 20000 

Cu-C 2E 8 

ZL-L6 P ((R3 P C4) S Ru) 

TITLE«-' MUFFLER DESIGN TWO 
TERMINATION IMDEPANCE VALUE CHANGE(L6=14.3) 


лег РВ TG OF TWO 
CIRCUIT ANALYSIS BY MARTHA. 7304 4/27/73 11:14 


MUFFLER DESIGN TWO 
TERMINATION IMDEPANCE VALUE CHANGF(L6=14,3) 


F ОВ ТС 
ц, 0000Е1 "1,5254F1 
8, 000021 71.0612Е1 
1.2000Е2 78.3217 
1, 6000Е2 "6,5736 
2.000022 "4,8535 
9 1000E2 7 3.0324 
2.8000F2 [00792 
3, 2000Е2 71.56ШШЕ71 
3.6000Е2 72.0%29Е71 
4,0000E2 1.0877 
4,4000E2 "2.0664 
4,8000E2 2.7088 
5, 2000Е2 ~2,8444 
5. 6000F2 72.4323 
6, 0000Е2 165521 
6,500072 1.5849 
6,8000F2 3.5399 
7.2000Е2 "6.4436 
7,6000F2 79.2855 
8.000072  1.15557F1 
8,4000Е2 71.3210Ғ1 
8.800022 "1.4338F1 
9,2000F2 71,5288Г1 
9.6000F2 71.7019Ғ1 
1.0000E3 72.0382Е1 


Bon 









BIRCUIT ANALYSIS BY MARTHA. 7324 4127/73. 11317 
MUFFLER DESIGN TWO 
TERMINATION IMPEDANCE VALUF CHANGE (L6=14.3) 


VS 





DR IG 
F 
0.0000 


1.000072 


2.000072 


3,0000F2 


ц, 000052 


277000052 


6. 000052 


7.000072 


8.000072 


7.000052 


1.000023 


73.000Р1 71.500Ғ1 0.000 
| | | 
I----|----|----|----|----|----|----|----|----|----| 
| 
| O 
| 
| O 
| 
| O 
| 
| е; 
| 
| О 
| 
| е; 
| 
| О 
| 
| е; 
| 
| е; 
| 
| О 
| 
| е; 
| 
| е; 
| 
| е; 
| 
| е; 
| 
| е; 
| 
| O 
| 
| O 
| 
| е; 
| 
| е; 
| 
| O 
| 
| „© 
| 
| O 
| 
| O 
| 
| O 
| 
| 


----|----І----|о-ж----І----І----|---- ----|---- 








Thesis 


M886 


Mulholland 129776 


Suppression of hyper- 
baric chamber noise, 





